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Section 1.10. General Code

G-UR. User Requirements

G-UR.4. Maintenance Requirements.

G-UR.4.1. Maintenance of Equipment. — All equipment in service and all mechanisms
and devices attached thereto or used in connection therewith shall be continuously
maintained in proper operating condition throughout the period of such service.
Equipment in service at a single place of business shall not be considered “maintained in
a proper operating condition” if:

(a) predominantly, equipment of all types or applications are found to be in error in a
direction favorable to the device user; or

(b) predominantly, equipment of the same type or application is found to be in error in a
direction favorable to the device user.

(Amended 1973, 1991, and 2015)



